LKC Technologies, Inc.
2 Professional Drive
Suite 222
Gaithersburg, MD 20879 USA
Patient Information
Birthdate: January 1, 1963
Report generated: June 24, 2022, 10:08 AM

Patient ID: 456321
Test started: June 23, 2022, 2:49 PM

Device and Test Information

Manufacturer: LKC Technologies, Inc.
Firmware version: 2.13.0 Reference data: 2022.13 991b51a
Electrodes: Gold cup

RETeval™
Serial number: R13NE000117
Test protocol: ISCEV Flash VEP: 24 Td-s
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Reference data age range: 17-68
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Flash: 24 Td-s White at 0.99 Hz Background: Off
Right Eye (Pupil 3.0 mm) Left Eye (Pupil 2.8 mm)

P2 ms Pmax = Nimin UV P2 ms Pmax = Nmin UV
85.5 & 154.5 9.0 & 27.2 85.5 & 154.5 9.0 & 27.2
1 138.7 (89%) 13.8 (29%) 1 124.6 (64%) 17.3 (56%)
2 124.5 (62%) 14.8 (38%) 2 129.9 (79%) 17.3 (56%)
131.6 14.3 127.2 17.3
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Right Eye
N1 P1 N2 P2 N3 P3
ms Hv ms Hv ms Hv ms Hv ms Hv ms Hv
38.2 -3.5 72.6 10.3 108.8 2.2 138.7 2.1 161.9 -0.57 207.9 7.8
2 38.1 -2.5 73.8 12.3 104.7 2.1 124.5 6.0 163.8 24 194.9 6.4
38.2 -3.0 73.2 1.3 106.7 -0.04 131.6 4.1 1629  0.90 201.4 7.1
Left Eye
N1 P1 N2 P2 N3 P3
ms Hv ms Hv ms Hv ms uv ms Hv ms Hv
1 38.1 -4.8 74.7 12.5 107.2 -3.6 1246 0.61 1454  -1.9 218.6 7.1
2 374 -5.5 72.3 11.9 105.8 -2.7 129.9 1.2 162.0 -2.1 2315 6.4
37.8 -5.1 73.5 12.2 106.5 -3.2 127.2  0.89 153.7 -2.0 225.1 6.8
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